[Microprocessor control of the equipment for extracorporeal extrarenal purification of the blood].
Herein the decentralised microprocessor system is being considered. It allows one to perform automatic regulation in each module of the unit, to make measurements and control of the parameters, visualising the information on the linear display, digital quantitative estimation of the parameters, manual and automatic changing of the set and controlled means of the parameters, alarms, dialogue mode functioning.